
Vermont Department of Health Laboratory to 
National Patent Analytical Systems c 
DataMaster DMT Shipping Memo f 

To: 
N a t i o n a l P a t e n t Analytical S y s t e m s 
2 0 9 0 H a r r i n g t o n M e m o r i a l R o a d 
Mansfield, Ohio 44901 

From: 
State of Vermont Health Department Laboratory 
195 Colchester Ave 
Burlington, Vermont 05401 

Date: /o//^//7 

Re: 
Shipment of DataMaster DMT S/N: jAQ/5~S~ for the Vermont 
Certification Project. 

Instrument Preparation: 
1. Removed Simulator & secured simulator arms with Ty-Wrap. ̂ 5!^" 
2 . R e m o v e d breath tube. / ^ ~ / Z - / / 
3 . Downloaded instrument files to USB thumb drive. /fc^fe ~/f 

4. Removed keyboard & stylus. 0^to 
5. Removed security screws & replaced with manufacturer 

supplied screws. •0^fo^iz. ! / 
6. Instrument bagged & packaged for shipment. 
7. How many TSIs are included with instrument? t 

Notes: 

Shipment in this Box Contains One DataMaster DMT with NO 
accessories , and one Shipping Memo. 
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S t a t u s Record Sunimary 
X = Interference, R - Refusal, V = Invalid, I = Incomplete 

Test 
Date 

Test 
Time 

Test Type Status Message 

09/19/2010 01:28 Breath Test STANDARD OUT OF RANGE 
10/02/2010 08:21 Breath Test STANDARD OUT OF RANGE 
11/10/2010 22:03 Breath Test STANDARD OUT OF RANGE 
03/05/2011 01:29 Breath Test RESPONSE TIMEOUT 
04/22/2011 22:52 Breath Test STANDARD OUT OF RANGE 
04/23/2011 12:34 Supervisor Test SIMULATOR TEMPERATURE TOO LOW 
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Breath Record Summary 
X = Interference, R = Refusal, V = I n v a l i d , I = Incomplete 

Test 
Date 

Test 
Time 

Agency Operator Name Alcoh o l 
V a l . 1 

Alcohol 
V a l . 2 

Sim. 
Cone, 1 

Sim. 
Cone. 2 

Status Message 

09/04/2010 22 13 BENNINGTON COUNTY SO JOEL R HOWARD 0.181 0.093 
09/19/2010 01 28 BENNINGTON COUNTY SO JOEL R HOWARD 0.181 0.093 0.090 STANDARD OUT OF RANGE 
10/02/2010 03 03 BENNINGTON PD JOSHUA M STEMP 0.079 0.093 
10/02/2010 08 21 BENNINGTON PD JOSHUA M STEMP 0.090 STANDARD OUT OF RANGE 
10/16/2010 00 47 BENNINGTON COUNTY SO JOEL R HOWARD 0.134 0.130 0.098 0.097 
11/06/2010 22 15 BENNINGTON COUNTY SO JOEL R HOWARD 0.115 0.097 
11/10/2010 22 03 BENNINGTON COUNTY SO JOEL R HOWARD 0.096 STANDARD OUT OF RANGE 
11/25/2010 01 39 • BENNINGTON COUNTY SO JOEL R HOWARD 0.094 0.093 0.097 0.097 
11/30/2010 11 32 BENNINGTON COUNTY SO JASON M NOBLET 0.000 0.098 
02/19/2011 02 27 BENNINGTON COUNTY SO JOEL R HOWARD R 0.099 
02/20/2011 03 34 BENNINGTON PD JOSHUA M STEMP 0.161 0.098 
03/04/2011 19 21 BENNINGTON COUNTY SO PHILIP J FRASIER R 0.095 
03/05/2011 01 29 BENNINGTON COUNTY SO JOEL R HOWARD 0.192 0.097 0.096 RESPONSE TIMEOUT 
03/13/2011 00 07 BENNINGTON COUNTY SO JUSTIN R NILES 0.108 0.104 0.097 0.096 
04/09/2011 22 50 BENNINGTON COUNTY SO JOEL R HOWARD R 0.097 
04/22/2011 22 52 BENNINGTON COUNTY SO JOEL R HOWARD 0.094 STANDARD OUT OF RANGE 
05/22/2011 02 00 BENNINGTON PD ANDREW W HUNT 0.111 0.102 
06/11/2011 19 36 SHAFTSBURY VSP JUSTIN W WALKER 0.133 I 0.101 0.101 
06/23/2011 11 22 BENNINGTON COUNTY SO JOEL R HOWARD 0.000 0.101 
08/19/2011 14 28 BENNINGTON COUNTY SO JOEL R HOWARD R 0.100 
08/20/2011 01 41 BENNINGTON COUNTY SO WILLIAM J LATOUR 0.066 0.099 
08/26/2011 22 33 BENNINGTON COUNTY SO JOEL R HOWARD 0.102 0.099 
09/07/2011 17 51 BENNINGTON PD BEHAN F JOHN R 0.099 
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S t a t u s Record Summary 
X = Interference, R = Refusal, V = Invalid, I = Incomplete 

Test 
Date 

Test 
Time 

Test Type Status Message 

11/27/2010 01:06 Breath Test RESPONSE TIMEOUT 
02/16/2011 20:51 Breath Test RESPONSE TIMEOUT 
02/16/2011 20:59 Breath Test RESPONSE TIMEOUT 
02/16/2011 21:04 Breath Test RESPONSE TIMEOUT 
05/31/2011 21:09 Breath Test RESPONSE TIMEOUT 
06/17/2011 22:55 Breath Test STANDARD OUT OF RANGE 
06/20/2011 16:30 Breath Test STANDARD OUT OF RANGE 
07/03/2011 01:37 Breath Test STANDARD OUT OF RANGE 
07/09/2011 02:47 Breath Test RESPONSE TIMEOUT 
08/17/2011 05:03 Breath Test STANDARD OUT OF RANGE 
08/17/2011 05:06 Breath Test STANDARD OUT OF RANGE 
08/27/2011 14:06 Breath Test RESPONSE TIMEOUT 
09/26/2011 02:25 Breath Test STANDARD OUT OF RANGE 
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